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OPERATING INSTRUCTIONS FOR BBRAUN INJECTOMAT  

SYRINGE PUMP 

 

BBRAUN INFUSION AND SYRINGE PUMP COMMMON INSTRCTIONS 

 

 Make sure the unit is firmly in position. This applies in particular to use with infusion stands 

or wall rails. 

 Always check the audible and visual alarms prior to use. 

 Patient connection should only be made when the device is switched on. 

 Interrupt connection when changing syringe to avoid danger of incorrect dosage. 

 Make sure the syringe/tubings is correctly positioned. 

 Whenever the inputs are made, value displayed is to be compared to value entered. Do not 

use unit unless the values coincide. 

 Make sure that there are no kinks in tubing; ensure unimpeded flow. 

 Make exclusive use of disposables. Replace after 24 hours. 

 Use only compatible combinations of equipment, accessories, working parts and 

disposables. 

 The infusion lines should be placed in such a way that the syringe cannot be pulled out of 

its fixation because of uncontrolled drawing. 

 Cleaning should be carried out with soap and water solution. 

 For disinfection use only surface disinfectants. 
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