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SUCTION REGULATORS FOR CENTRALIZED SUCTION SYSTEM              

(ZH DXB ONLY) 

 Use the GREEN/RED PUSH Switch for switching ON and OFF the 

controller 

 The level of the vacuum required could be adjusted using the vacuum 

control knob 

 The unit could be tested by pinching the patient tube connection and 

adjusting the vacuum control knob to the maximum position, then ensure 

that the gauge reads the maximum value  (Adult regulator > 800 mbar & 

Neonatal regulator  > 150 mbar) 
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